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A TWO-PARAMETER SCINTILLATION SPECTROMETER SYSTEM 

FOR MEASUREMENT OF SECONDARY PROTON, DEUTERON, 

AND TRITON DISTRIBUTIONS FROM MATERIALS UNDER 

558-MeV-PROTON IRRADIATION 

Sherwin M. Beck 
Langley Research Center 

SUMMARY 

A two-parameter scintillation spectrometer system has been developed and used to  
obtain proton, deuteron, and triton double differential cross sections from materials under 
558-MeV-proton irradiation. The system measures both the time of flight of secondary 
particles over a 488-cm flight path and the energy deposited in a scintillator, 12.7 cm in 
diameter and 30.48 cm long. The time resolution of the system is 0.39 nsec. The cal­
culated energy resolution based on this time resolution varies with energy from 1.6 percent 
to 7.75 percent for 50- and 558-MeV protons, respectively. 

The system and its performance are described in detail. Various systematic and 
statistical errors are evaluated, and the double differential cross sections for secondary pro­
ton and deuteron production at 20" from a 2.35 g/cm2 thick beryllium target are shown 
as an example of the results obtainable with this system. The uncertainty in the cross 
sections for secondary protons varies with particle energy from approximately +9 percent 
at 50 MeV to approximately +11 percent at 558 MeV. 

INTRODUCTION 

This report describes a two-parameter spectrometer system developed and used in an 
experimental program to  obtain double differential cross sections for the production of 
secondary charged particles from materials bombarded by protons at energies found in the 
near-Earth radiation environment. This system was used at  the NASA Space Radiation 
Effects Laboratory (SREL) to measure the energy and angular distributions of secondary 
protons, deuterons, and tritons from a number of elemental materials at laboratory angles 
from 10" to 60". The system and its performance are described, and in addition, details 
of error evaluation and data analysis are presented. The double differential cross sections 
for proton and deuteron production at 20" in a 2.35 g/cm2 thick beryllium target irradi­
ated with 558-MeV protons are given as an example of the results obtainable with this 



system. The system was designed to be assembled by two men within a normal 8 hour 
working day and to be operated by one man thereafter. The experimental setup can be 
dismantled within 2 hours by two men. This ease of handling maximized the use of 
allotted beam time at SREL. 

Studies of neutrons and charged particles with energies up to severaI GeV have been 
performed with the time-of-flight technique. (See refs. 1 to 8.) Generally, neutron 
measurements involve flight paths of tens of meters, whereas the charged particle studies 
have used much shorter distances. Because the velocity resolution is inversely proportional 
to the flight path, the longest path possible is desired. However, the longer the flight 
path, the greater the importance of particle scattering by the intervening atmosphere and 
the greater the running time required to accumulate data because of the reduced solid 
angle. The measurement of flight times over the flight path requires a time fiducial, 
usually derived from the accelerator beam or radio frequency (rf) system, and a second 
timing signal, obtained from a detector, which defines the end of flight. 

The size of the detection system described in this report was limited by the dimen­
sions of the SREL proton target area to a maximum flight path of 6 m for a maximum 
angle of 60". In addition, the width of the proton beam microburst was approximately 
10 nsec which required that the timing fiducial be derived from the scattered particles 
rather than from the incident proton beam or the cyclotron rf system. 

The spectrometer measures the flight time over a 488-cm path and the kinetic 
energy deposited in a plastic scintillator, 12.7 cm in diameter and 30.48 cm long. From 
these two measured parameters the mass of secondary particles is determined. The kinetic 
energy of secondary particles is calculated from the flight time and particle mass. 

The time-of-flight technique was chosen for this experimental program because it 
would provide good data without the expense and manpower involved in the d.esign and 
use of a magnetic momentum analyzing system. 

SYMBOLS 

A cross-sectional area of target active volume viewed along the detection system 
center line 

b base leg of equilateral triangle defined by 4 and R, cm 

C speed of light in vacuum, 2.997925 X l o l o  cm/sec 

d distance between detector sets, 488 cm 
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linear signal from detector 5 

frequency of proton beam macroburst, Hz 

cyclotron oscillator frequency, Hz 

particle kinetic energy, MeV 

particle kinetic energy measured by time-of-flight system, MeV 

initial kinetic energy of secondary particle produced in target, MeV 

element of length along S 

particle rest mass, kg 

number of particles intercepting detector sets 1 and 2 with no scatting 
from detector set 1 

number of particles intercepting detector sets 1 and 2 with multiple 
scatting in detector set 1 

distance from detector bench pivot point to end of bench, cm 

cross-sectional radius of incident proton beam 

distance traveled by particle in system 

duration of proton beam macroburst, sec 

duration of proton beam microburst, sec 

dead time, sec 

time of flight over distance d, sec 

weighting factor used in solid-angle calculations 
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width of target cross section as viewed along center line of detection system 

rectangular coordinates 

energy difference 

energy resolution 

time spread corresponding to energy spread in incident proton beam 

time spread at full width at  half maximum of incident proton beam 
measured by the time-of-flight system 

time resolution of detection system 

standard deviation of Gaussian curve 

thickness of target 

angle between proton beam center line and center line of detection 
system, deg 

Abbreviations: 

ADC analog-to-digital converter 

CFTD constant fraction timing discriminator 

d i m  diameter 

FWHM full width at half maximum 

TOF time of flight 

TPHC time-to-pulse-height converter 
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Subscripts: 


A air 


AI aluminum 


He helium 


S scintillator 

t target 

APPARATUS 

Detectors 

The components of the time-of-flight and energy spectrometer are identified in 
figure 1, and the more important features of the apparatus are discussed in detail. The 
housings for detector sets 1 and 2 each contain two separate photomultiplier tube and 
scintillator assemblies (two detectors). The entrance and exit windows each consist of two 
sheets of 0.00064-cm-thick aluminized polyethylene terephthalate. The exit window of 
the first housing and the entrance window of the second one are seals for the helium-
filled gas bag. The interior of each housing was sprayed with a flat black paint to 
minimize the effects of any light leaks. 

The scintillation plgstic used for the detectors is a patented combination of 
p-terphenyl and p,p’-diphenylstilbene. The scintillation properties of this material were 
given as 68-percent light output relative to anthracene, decay time of 1.7 nsec, peak 
fluorescence wavelength of 408 nm, and light transmission of 154.9 cm (distance to re­
duce intensity to  one-half the initial value). The plastic was obtained in both sheet and 
rod form. The large cylindrical scintillator for detector 5 (12.7 cm in diameter and 
30.48 cm long) was supplied on special order. Severe surface crazing developed on the 

However, thethin scintillators after approximately 6 months, and they were replaced. 
large scintillator has been used over a period of 3 years without serious surface 
degradation. 

The mounting configurations for detectors 1 to 4 used in the spectrometer are 
shown in figure 2, and the thickness of each scintillator is given in table I. A silicone 
grease was used to increase the optical coupling between the scintillators and the photo­
multiplier tubes. A reflective cover of 0.00254-cm-thick aluminum foil was used on all 
surfaces of the rectangular scintillators except the edge in contact with the photomultiplier 
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tube, and on only the upper edge of circular detector 2. The same thickness of aluminum 
foil was used to cover all surfaces of detector 5 except the end in contact with the photo­
multiplier tube. 

Photomultiplier Tubes 

The photomultiplier tubes were selected primarily for high current gain and fast rise 
time. All tubes were obtained from the same manufacturer; however, no attempt was 
made to match the gains. Tubes used for detectors 1, 2, 3, and 4 had a useful photo­
cathode diameter of 42 mm, gain at 2500 V of lo8, rise time of less than 1.8 nsec, 
anode linearity up to 300 mA, and spectral response of type A (S11). The output im­
pedance of all tubes was 50 51. The anode pulse shapes were nearly Gaussian with a full 
width at half maximum of less than 3.5 nsec and a base line overshoot of less than 
5 percent. 

The photomultiplier tube bases which contain the voltage divider circuits were ob­
tained from the same manufacturer as the tubes. The voltage divider network in each 
base was adjusted to  give the greatest anode output and best waveform when a scintillator, 
2.54 cm in diameter and 2.54 cm long, was mounted on the tube and irradiated with 
cob0  gamma rays. 

The large photomultiplier tube for detector 5 had a stated current gain of lo8 at 
2400 V, rise time of 2 nsec, full width at half maximum of 3 nsec, and anode linearity 
up to  300 mA. The minimum useful diameter of the photocathode was 110 mm. The 
spectral response was type A (S11). With the large scintillator mounted on the tube, the 
voltage divider network in the tube base was adjusted to give the best pulse height and 
waveform at 2400 V with the scintillator exposed to a 10-pCi Co60 source. 

Proton Beam Characteristics 

The beam transport system of the NASA Space Radiation Effects Laboratory (SREL) 
is shown in figure 3. This system was designed and constructed to provide particle beams 
at a height of 137.16 cm above the floor. The length of the transport system from the 
cyclotron to the proton target area is approximately 51.82 m. There are 20 quadrupoles 
and 5 bending magnets which can be used to transport the beam to the proton target 
area. By using all elements of the system, very intense beams of protons can be de­
livered to the proton target area; however, it was very difficult to obtain both a small 
beam spot and a parallel beam when all elements of the system were used. Through trial 
and error it was found that a nearly parallel beam less than 2.54 cm in diameter could be 
obtained by turning off certain elements in the transport system and by inserting a colli­
mator before quadrupole Q17. The elements of the system used for the measurements 
discussed in this report are shown in figure 3 with shading. 

6 



The collimator before 4 1 7  was a 20.32-cm-thick lead block with a 1.27-cm-diameter 
hole drilled through the block. Quadrupoles Q21 and Q22 were operated at a low power 
level and were used only to “fine tune” the beam spot at the target position. The posi­
tion of the beam spot is strongly dependent on the current in bending magnet M7 because 
of the 13.10-m level arm at the target and the low power settings of Q21 and Q22. Be­
cause the power supplies for the elements in the transport system are very stable, the 
position of the beam spot center at the target position did not vary more than 0.5 cm 
during any 24 hour period. 

The beam spot diameter and beam divergence were obtained by measuring the diame­
ter of the beam image on fast photographic film placed at the target position and at a 
point 6 m from the target position. The film was exposed for approximately 5 sec at 
maximum beam intensity. The images at both positions were sharp and nearly circular. 
The beam image at the target position was 2.6 cm in diameter and the second image 6 m 
away was approximately 4.5 cm in’ diameter. The beam image at various points behind 
the target position steadily increased in size with increasing distance from the target. This 
indicated that the beam was focused at or in front of the target. The beam divergence 
angle was then calculated to be 0.003 rad. 

The extracted proton beam from the SREL cyclotron is modulated on both a 
macroscale and a microscale as shown in figure 4. The time structure of the extracted 

V 

beam was obtained with a Cerenkov radiator placed in the direct beam. The detector was 
a 2.54- by 0.6- by 10.16-cm piece of nonscintillating plastic mounted on a fast-rise-time 
photomultiplier tube which had a 4-nsec anode pulse width at half maximum. The anode 
signal. was fed to a fast sampling scope, and the resulting display was photographed. The 
observed width of the microbursts was approximately 9 nsec. After removing the instru­
ment width, the true width of the microbursts is approximately 8 nsec. The duration T 
of the macroburst varied with beam intensity from approximately 20 to 110 psec, and the 
bursts were produced at a frequency F near 55 Hz. The microbursts occur at  a fre­
quency determined by the frequency of the cyclotron oscillator which was set at  
f = 17.42 MHz for these measurements. The time between bursts is 

l / f  = 57.4 nsec 

Alinement of Detectors 

As stated previously the beam transport system of SREL was designed and con­
structed to provide protons at  a height of 137.16 cm above the floor. However, because 
of changes in the transport system and settling of the building, the beam height in the 
proton target area has slowly increased. At t h e  time of these measurements the’ beam 
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height was determined to be 138.43 cm above the floor. Because of uncertainty in the 
beam height, the following procedure was used each time the detection system was 
reassem bled. 

The center of the target table was placed approximately 175 cm from the exit 
window of the transport system and directly under the expected position of the beam. 
The target holder was next mounted on the table, and a small frame containing a set of 
crosshairs was clamped to the holder with the center of the crosshairs at the expected 
beam position. A second frame and crosshair set were located 8 m from the target table 
at approximately the beam position. A reference pressure mark was made on each of two 
sheets of fast photographic film, and the film was then placed in the frames with the 
reference marks alined with the crosshairs. The film was exposed to the proton beam for 
approximately 5 sec and developed. The displacement of the beam spot from the reference 
mark was noted, and the two frames were moved to position the crosshairs in the center 
of the beam. A second set of film was exposed to ensure that the crosshairs were cor­
rectly positioned. A 1-mW helium-neon laser was placed between the exit window of the 
transport system and the target table and alined with the two sets of crosshairs. The 
laser beam was then used as the reference for system alinement. 

The detector bench was connected to the pivot, and the bench track was checked 
for proper horizontal alinement. The large scintillation detector 5 was attached to the 
rear platform of the bench. The height of the track was changed, if necessary, to make 
the long axis of the detector coaxial with the beam line defined .by the laser. Detector 4 
was next positioned with the laser beam at the center of the scintillator. Detectors 3, 2, 
and 1 were sequentially positioned, and the enclosures for the detectors were bolted in 
place. Next, the target holder was mounted on the target table and clamped in position. 
Reference marks were made on the frame of the holder to indicate the position of the 
beam center. Finally, the laser was removed and the ion chamber was put in position. 
The second frame and crosshair set were left in place and were used periodically to check 
the position of the beam. 

Detector Bench 

The detector bench shown in figure I was of open, rectangular, box-frame construc­
tion. The cross-sectional dimensions were approximately 21 by 56 cm, and the overall 
length was approximately 700 cm. The bench was connected to  the target table by a 
movable collar. The weight of the bench at the end away from the target was carried by 
two swivel casters which rolled on the horizontal track. 

The enclosures for detector sets 1 and 2 and large detector 5 were bolted to the 
bench to maintain system alinement. As part of the alinement procedures the longitudinal 
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axis of detector 5 was placed directly above the center line of the bench. The bench 
center line was then used for angular positioning of the detection system. 

The angular positioning of the detector bench was done by triangulation. By using 
the distance R = 682 cm from the pivot point located at the center of the target 
table to the point at the rear of the bench on the bench center line, the displacement b 
of the reference point from the vertical plane containing the proton beam (4  = 0") for 
a given angle 4 is 

b = 2R sin ( 4 / 2 )  

The accuracy of the bench displacement was well within k0.5 cm. The angular accuracy 
was then k0.04". 

Arrangement of Electronic Equipment 

All logic units (discriminators, coincidence units, and gate generators) conformed to 
signal requirements set forth in reference 9. The arrangement of electronic equipment 
shown schematically in figure 5 was the result of several tests to  improve the flight-time 
and energy resolution, to  decrease the system dead time, and to set time and sequence 
requirements between fast logic signals and slow linear signals to eliminate events produced 
by background radiation. The system can be considered as four subsystems interconnected 
by coincidence units. 

The four subsystems are (1) fast logic, (2) time, (3) energy, and (4) parameter 
storage. The fast logic subsystem contains discriminators 1 to 5 and coincidence units 
(12), (345), and (12345). The components of the time subsystem are the two constant 
fraction timing discriminators (CFTD), the time-to-pulse-height converter (TPHC), the gate 
generator to  the TPHC, and the bias and delay amplifiers. The energy subsystem con­
tains the linear gate and stretcher module, bias amplifier, and delay amplifier. The 
parameter storage subsystem includes the two 128-channel analog-to-digital converters 
(ADC), the gate generator between the two, the two-parameter analyzer, and the mag­
netic tape system. 

The energy and time subsystems are tied together at the lowest time sequence level 
by the output from the (345) coincidence unit in the fast logic subsystem. This intercon­
nection ensures time coincidence between detectors 3, 4, and 5, signal input to  the linear 
gate and stretcher module, and signal input to the start channel of the TPHC. The fast 
logic and energy subsystems are again tied together at an intermediate time sequence level 
by the (12345 + E5) yoincidence unit. This coincidence requires that the "energy" out­
put from the linear gate and stretcher module occurs from the same event that satisfied 
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the fast logic subsystem. At the highest level of coincidence the (12345 + E5 + TPHC) 
coincidence unit ties the fast logic, time, and energy subsystems to the parameter storage 
subsystem and ensures that all subsystems are satisfied by the same particle traversing the 
system. 

For each particle traversing all five detectors in the system, the following events 
occur. Anode signals from detectors 2 and 4 are split with one-half of each signal going 
to one of two CFTD’s (ref. 10) located approximately 2 m from the detectors. The 
other half-amplitude signals are sent to fast discriminators 2 and 4 in the .readout area of 
SREL via approximately 45 m of RG213/U coaxial cable. Anode signals from detectors 1, 
3, and 5 are fed to  discriminators 1, 3, and 5 in the readout room via RG-213/U 
cable. Outputs from discriminators 3, 4, and 5 are tested for time coincidence, and if 
all three signals overlap, a 50-nsec-wide output signal (345) triggers a gate generator which 
in turn gates “on7’ the start channel of the TPHC to accept a delayed signal from CFTD 4 
connected to detector 4. A timing signal from CFTD 2 has been delayed with respect 
to timing signal 4 and fed to the stop channel of the TPHC. If timing signal 2 occurs 
within 45 nsec of signal 4, then the TPHC puts out a signal whose amplitude is propor­
tional to the time difference between input signals. A simultaneous output signal (345) is 
also fed, along with coincident output signal (12), to another coincidence unit to test for 
overlap of all five signals. 

Dynode signal (E5) from detector 5 is delayed to permit time coincidence with out­
put signal (345). The dynode signal is inverted and fed to a linear gate and pulse 
stretcher unit for amplification. The signal (345) is used to open the gate for the dynode 
signal. The linear gate and stretcher unit was set for a fixed dead time of 30 psec after 
each output signal (Eg). For each output (Eg), a pulse is generated and fed to a 
coincidence unit along with a ( 12345) output to check time coincidence between signals. 
This (12345 + E5) signal and the (TPHC) signal are tested at the highest level of 
coincidence. The (12345 + E5 + TPHC) signal initiates a gate signal to the ADCs in the 
two-parameter analyzer system. The linear signals (TPHC) and (E5) are processed through 
bias amplifiers to adjust the pulse amplitudes to meet the requirements of the ADC’s; and 
the signals are delayed through delay amplifiers to match the (TPHC) and (E5) signals 
with the gate signal. 

The initial time alinement of the complete system requires from 2 to 3 hours. The 
detection system is first moved to  the 0” position, and quadrupoles Q15 and Q16 in the 
transport system are defocused to spread the proton beam over a wide area of the 
collimator. Next, the bending magnet M7 is turned off to prevent any protons from 
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passing through the detector system. After a low-level beam is established in the cyclo­
tron, the transport beam stop is opened and the power to  M7 is slowly increased to  its 
operating level. If the count rate in detector 1 was greater than 100 counts per second, 
either the cyclotron internal .beam current was reduced or  Q15 and Q16 were further 
defocused. 

A 250-MHz real-time dual-beam oscilloscope was used in the alternate channel mode 
to observe the relative time delay between two signals. Input signals. to  coincidence unit 
(12) were first compared, and either signal 1 or  2 was delayed to reduce the .relative 
time difference at the coincidence unit to 0.5 nsec or less. Then the relative time differ­
ence between signals 3, 4, and 5 was also reduced to  0.5 nsec or less by comparing the 
signals two at a time. The output pulse width of coincidence (345) is set a t  55 nsec 
and fed to  the (12345) coincidence unit. Although particles pass through detectors 1 and 
2 before reaching detectors 3,  4, and 5, the coincidence signal (12) is delayed until i t  
just overlaps the trailing edge of the (345) signal. The (345) signal is then used to  
gate on the start channel of the TPHC. Next, output signal (TPHC) is delayed until the 
time difference between the start and stop signals is approximateIy 45 iisec. This method 
of operating the TPHC has two advantages: (1) the number of false starts by the .TPHC 
is greatly reduced, since the coincidence (345) rate and also the CFTD 2 rate are always 
lower than the (12) rate by virture of a smaller solid angle; and (2) this reversed time 
scale permits the display of higher energy particles with larger pulse heights from the 
TPHC. 

The time difference between pairs of inputs signals to  the remaining coincidence 
units is also reduced to  nearly zero with the detectors exposed to  the full-energy protons. 
After all delays have been set, the detector system is moved to  an angle of 20" or 30" 
and quadrupoles Q15 and Q16 are reset to  the initial power settings. A target is placed 
in position and the proton beam is increased to  give a (12345) count rate of approxi­
mately 50 counts per second. The inputs to  all coincidence units are again checked to  
make certain that the system is functioning properly with both low- and high-energy 
particles incident on the detectors. 

Analyzer System 

The (TPHC) and (E5) analog signals from the electronic system were digitized by 
two fast ADC's (100-MHz clock rate) and stored in a 128 by 128 channel array. After 
each test the data stored in the -memory were transferred to seven-track computer com­
patible tape for off-line data analysis. 
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SYSTEM PERFORMANCE 

Time Calibration 

The time calibration of the spectrometer system was performed at 4 = O", that is, 
the detectors were in the direct beam. A low count rate of approximately 50 counts per 
second was used to minimize count-rate distortions in the time spectra. After accumu­
lating greater thvl  20 000 counts in the time spectrum, a delay of 32 nsec was inserted 
in the stop input to the TPHC, and then a second time spectrum was produced. In 
figure 6 the time-of-flight (TOF) spectrum of the direct prompt proton beam is shown 
with a least squares fitted Gaussian curve. The time per analyzer channel was obtained by 
dividing the 32-nsec time delay by the difference between centroids of the direct and de­
layed time spectra. For the spectrum shown the time per channel is 0.29 nsec, and the 
time corresponding to  the full width at half maximum (FWHM) is Atf = 0.39 nsec. 
The small peak in the spectrum was observed in all calibration spectra and was assumed 
to  be pi-mesons from the last leg of the beam transport system. 

The position of the direct-beam time spectrum and its width were checked at least 
once a day unless there was a power failure or malfunction in the electronic apparatus. 
The data on which this report is based were taken over a period of 3 days, and five 
time calibration checks were made. During this period the centroids of the time spectra 
maintained an average TOF channel number of 115.90 * 0.23 and an average FWHM of 
1.26 * 0.05 channels. 

The time of flight of a particle of known mass between two fixed points is given 
by the relativistic expression 

rl K + mc2 

where 

d distance of flight, m 

C speed of light, 2.99793 X lo8 m/sec 

K kinetic energy of particle, MeV 
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m rest mass, kg 

tf time of flight over distance d, sec 

By solving for kinetic energy K in equation ( I ) ,  the kinetic energy of a particle of 
mass m with flight time tf can be calculated from 

The flight time tf of the direct proton beam ( K  = 558 f 7 MeV (ref. I l ) ,  

m = 1.67 X kg) over the 4.88-m flight path d is calculated from equation (1) 
to be 20.89 k 0.06 nsec. The energy spread in the incident proton beam therefore 
corresponds to  a time spread Atbeam of 0.12 nsec. Thus, the instrumental time resolu­
tion of the system (FWHM) is given by 

Atsys = d(At f>’  - (Atbeam)L = 0.37 nsec 

The intrinsic time resolution of the TPHC was found to be less than 15 psec (FWHM) 
and therefore makes a negligible contribution to  the system time resolution. 

Substituting into equation (2) the time variation of k0.06 nsec in the centroid of 
the direct-beam time spectrum over the period of these measurements results in an energy 
variation of f 7  MeV at 558 MeV. The energy resolution AK/K of the time-of-flight 
system is obtained by differentiating equation (2) and substituting equation (1) for tf: 

In figure 7 the energy resolution of the system is plotted as a function of particle 
kinetic energy for protons, deuterons, and tritons with energies from 50 to 600 MeV. 
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Resolution of Large Scintillator 

The large (12.7 cm in diameter and 30.48 cm long) plastic scintillator used in 
energy detector 5 could stop approximately 220-MeV protons and 300-MeV deuterons. 
For particles of greater energy, detector 5 acted as a thick dE/dx counter. (The nota­
tion dE/dx denotes the rate of energy loss per unit pathlength in scintillator.) The raw 
response of this detector to 56 t 0.8 MeV protons, 112 k 1.6 MeV deuterons, and 
168 f 2.4 MeV tritons is shown in figure 8(a). The proton-deuteron separation is approx­
imately 25 energy channels, whereas the deuteron-triton separation is about 22 chan­
nels. The proton and deuteron data give an energy per channel of 2.24 MeV. The 
FWHM for the proton and deuteron peaks is approximately 4.5 MeV and 6.7 MeV, 
respectively. 

In figure 8(b) the raw spectra for 100 t 1.9 MeV protons and 200 k 3.9 MeV 
deuterons are shown. Separation between peaks is about 42 energy channels which gives 
an energy resolution of 2.38 MeV/channel. The asymmetry of the proton peak may be 
due to energy losses through proton-neutron collisions and gamma-ray losses from excita­
tion of the 4.4-MeV level in carbon. The asymmetry of the deuteron peak may be due 
to particle breakup with escape of the neutron and excitation of the nuclear levels in 
carbon. 

The spectrum in figure 8(c) is from 200 k 5.9 MeV protons stopping in the large 
scintillator. This spectrum and those in figures 8(a) and 8(b) were taken from the same 
two-dimensional spectrum of energy as a function of time of flight. At 200 f 5.9 MeV 
the protons are within a few centimeters of penetrating the detector, and some shift in 
the peak position due to  nonuniform light collection of the photomultiplier tube would 
be expected. Also, a larger percentage of the incident protons would be expected to 
undergo inelastic nuclear collisions and give rise to a larger low-energy tail. The energy 
resolution is approximately 19 MeV (FWHM) or roughly 10 percent for 200 f 5.9 MeV 
protons. 

The shape of the curves for protons with energies greater than 200 MeV changes 
rapidly with increasing energy. Figure 8(d) shows the output from detector 5 for 
558-MeV incident protons. Note that the low-energy tail is nearly absent, but a high-
energy tail now appears. This curve has not been examined in depth; it is thought that 
the high-energy tail is due to cascade reactions in the scintillator. The most probable 
energy is approximately 100 MeV, and the peak has a Gaussian shape down to about 
1/20 height. The computed energy loss by 558-MeV protons in 30.48 cm of plastic 
scintillator is 85 MeV. 
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Count-Rate Linearity of Logic System 

The logic setup of the electronics system requires that a particle pass through all 
five detectors and initiate coincidence signals (12) and (345) within a time period of less 
than 50 nsec. The logic modules used for the (12) and (345) coincidences were operated 
with a pulse-pair resolution of 5 and 15 nsec, respectively, but the pulse-pair resolution 
for the (12345) coincidence was approximately 55 nsec. The linear signal processing 
modules could only operate at less than 30-psec pulse-pair resolution; therefore such units 
as the linear gate and stretcher module for detector 5 and the TPHC limited the system's 
count rate and linearity. Because the gate unit output represents the highest coincidence 
requirement of the system, that is, the (12345 + E5 + TPHC) coincidence, it has the 
worst pulse-pair resolution of the electronics system and the most sensitivity to count rate. 
The percent dead time td of the logic system is therefore defined as 

where Ngate is the number of gate counts and N1-2345 is the number of (12345) 
coincidence counts. 

Tests on the count-rate linearity of the electronics system as a function of beam 
intensity were made at angles of 10" and 20" on targets of aluminum (0.635 cm thick) 
and lead (1.27 cm thick). The coincidence counts from the (12), (345), and (12345) 
logic modules, as well as the counts from the TPHC and gate units, were integrated along 
with the ion-chamber current over a preset time interval. The integrated count from each 
unit was divided by the ion-chamber integrated current, and these ratios are plotted as a 
function of integrated ion-chamber current in figure 9. The solid lines in each figure are 
a visual guide. The proton beam intensity was varied by a factor of 200 from the maxi­
mum cyclotron output to a minimum current which produced less than 0.1 count per 
second in the (12345) coincidence unit. For each data point shown the beam current 
was constant over the integration period. 

The data at  10" (fig. 9(a)) show a system dead time of less than 5 percent for 
currents near 1.39 X 10-1 ampere coulomb for an integration time of 72 sec). At 
1.39 X 10-l' ampere coulomb), the dead time is 14 percent and then rapidly in­
creases to 60 percent as the beam intensity increases by an additional factor of 10. 
Above 1.39 X ampere coulomb), the TPHC unit, and consequently the gate 
unit, appears to saturate. The ratios for (345) and (12345) coincidence counts show an 
approximate 4-percent increase of the range .of integrated current. The ratio for the (12) 
coincidence count shows a strong nonlinear increase with increasing current; this behavior 
was not investigated. 
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At 20" (fig. 9(b)) the ratios for (12) and (345) coincidence counts show a slight change 
of approximately 1 percent, but the ratio for the (12345) count is constant over the 
entire current range. The dead time of the system at 20" for a current of 1.67 X 
ampere coulomb for an integration time of 60 sec) is approximately 2 percent. The 
dead time slowly increases to 16 percent at 1.67 X ampere coulomb) and then 
rapidly increases to 30 percent at the highest current. 

For all tests at 20" and at greater angles, the beam current was set to produce a 
steady ion-chamber current between 10-l' and 6 X 10-l' ampere. At 10" the currents 
used were generally loe1' to 2 X lo-'' ampere. Thus, the system dead time for all 
measurements was approximately 5 percent. 

Detection Efficiency of Detectors 1 to  4 and Time Resolution 

In the design of this time-of-flight detection system a compromise had to be reached 
between the scintillator thickness of detectors 1, 2, 3, and 4 (see fig. l ) ,  the desired 
time resolution, and the degree of multiple scattering in detectors 1 and 2 that could be 
tolerated. Because the time resolution of a detector (scintillator and photomultiplier tube) 
is proportional to  the square root of the average number of photoelectrons released per 
detected event, it is desirable to  have a thick scintillator of high light output per unit 
energy deposited and a photomultiplier tube of high gain, fast rise time, small transit 
time spread, and high quantum efficiency to convert the scintillator light into photo­
electrons. All the above scintillator and photomultiplier tube characteristics determine the 
amplitude and shape of the output pulse signal. 

GeneralIy, the output signal is fed to a discriminator circuit which has a fixed 
threshold. Ideally, the average amplitude of the pulse from particles of the same energy 
passing through a detector should be much greater than the threshold to ensure that 
events are not lost through random fluctuations in the amplitude. However, the thicker 
the detectors, the greater the number of particles scattered out of the detection system. 
This outscattering has the effect of reducing the solid angle of the detection system and 
increasing the amount of cyclotron running time to accumulate a secondary particle 
spectrum. 

Through a process of trial and error in using scintillators of various thicknesses and 
different mounting configurations, the dimensions in table I for detectors 1 to 4 were 
used to accumulate data. The combined thickness of detectors 1 and 2 produced a 
calculated decrease by a factor of 3 in the system solid angle for 40-MeV protons, but 
a negligible decrease for 600-MeV protons. Since detectors 2 and 4 are used for timing, 
they have the thicker scintillators. As shown in figure 5 the signals from detectors 1 and 
3 were fed directly to pulse discriminator units, whereas the signals from detectors 2 and 
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4 were split into two half-amplitude signals which were each fed to a discriminator and to  
a CFTD. The threshold levels on these six discriminators were set slightly above the 
random dark current noise pulses from the photomultiplier tubes. With no beam and no 
light leaks around the scintillators, the count rate from the discriminators was generally 
less than 100 counts per second. 

A fast-rise-time oscilloscope was used to observe the shape and amplitude of the out­
put signals from detectors. The signals produced from Co60 gamma rays absorbed by the 
detectors had peak amplitudes of 3 to  4 V, and a clean, nearly Gaussian shape. When 
exposed to  a direct beam of 558-MeV protons which produced approximately 50 counts 
per second, all detectors produced a narrow, nearly Gaussian trace. The pulse amplitude 
from detector 4 was approximately 6 V, whereas the output from detector 1 was approxi­
mately 3.5 V. Since the threshold levels on the discriminators were set at  100 mV or 
less, the input signals were at least a factor of 30 above the threshold, and thus nearly 
1 00-percent detection efficiency was ensured. 

The CFTD's used in this experiment had a 20:l dynamic range but required input 
signals from 50 mV to 1 V. Since the energy loss rate of protons in the plastic 
scintillator varies by a factor of 5.88 from 40 MeV to 558 MeV, the input signals to  the 
two CFTD's were attenuated to  a level of 160 mV for 558-MeV protons incident on the 
detectors. 

As shown in figure 5 the output signals from the two CFTD's are fed to the 
TPHC, and the (345) coincidence signal gates on the TPHC. Under ideal conditions the 
count rate in the TPHC should equal the (12345) coincidence rate if events are not lost 
because of improper setting of the thresholds on the CFTD's. In practice, however, the 
4-psec pulse-pair resolption of the TPHC precludes any significant test to determine dis­
crepancies. It is observed, however, from measurements of dead time, that the count 
rates for the TPHC and (12345) coincidence are the same up to  an average rate of 
approximately 30 counts per second for data taken at the 20" scatter angle. For an 
average rate of 60 counts per second, the ratio of TPHC counts to (12345) counts is 
0.94, whereas for a rate of 460 counts per second, the ratio drops to 0.78. The low 

Theequal count rate indicates that the threshold levels on the CFTD's are properly set. 
decrease in this ratio at higher count rates is indication of the large dead time of the 
TPHC. 


Background Levels 

In the original design of this detection system it was assumed that all detectors 
would have to be shielded from particles scattered from the end of the beam transport 
system as well as from neutral radiation produced in the beam dump area. For the first 
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test of the detection system, considerable physical effort was expended in shielding the 
detectors with lead bricks. Although the shielding produced a sharp decrease in the back­
ground count rate in the detectors, it  was apparent that the source of the background 
radiation was the poorly defined incident proton beam. After obtaining an incident beam 
of very small divergence, the coincidence count rates in the detectors sets were low 
enough to eliminate the need for shielding. 

As examples of the foreground and background levels in the data, figure 10 shows 
integrated count per channel as a function of TOF channel number for data taken at  
angles of lo", 20", 40", and 60" and the background levels at the same angles. For each 
pair of curves, all conditions are the same except that the target was removed to  make 
the background measurements. As expected, the highest background levels occur at  the 
smaller angles. The shapes of the background curves are not constant but vary with 
angle; however, they have the same general shape as the data curves. The ratio of the 
integrated background spectrum to  the integrated data spectrum is 0.0143, 0.0115, 0.0029, 
and 0.0032 for angles of lo", 20", 40", and 60", respectively. The highest ratio is 
found in the 10" data of figure 10(a), where the ratio varies around 0.01 but occasionally 
reaches 0.03 in the vicinity of the quasi-elastic peak. The background to  foreground ratio 
for any given channel in figure 10(b) for the 20" data does not exceed 0.024. For the 
40" data (fig. lO(c)) the ratio is less than 0.01, and for the 60" data (fig. 10(d)) the 
ratio is less than 0.005. 

DATA CORRECTIONS AND ERROR ASSIGNMENT 

Multiple Scattering Correction to Detection System Solid Angle 

Because secondary particles do not originate at a single point in the target, an 
average or weighted solid angle must be determined not only as a function of the incident 
beam intensity over the target but also as a function of multiple scattering in the first 
set of detectors. 

If the target is considered a point source, the solid angle A24 subtended by 
detector 4 is given approximately by 
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where 

A4 surface area of detector 4, cm2 

R4 distance from target to detector 4, 595 cm 

s4 length of side of detector 4, 4.30 cm 

The weighted solid angle is defined by 

a4 = wf24 (4) 

where W is a weighting factor which depends on the intensity distribution of secondary 
particles from the target and is a f h c t i o n  of secondary particle type and energy K, 
thickness of detector set 1, and orientation of the target. I t  is assumed that a Gaussian 
distribution can adequately describe the multiple scattering from the 0.648 g/cm2 thick 
scintillator material in the first set of detectors; that is, the probability P (per unit 
area) of finding a scattered particle a distance s from its unscattered position is given 
by (ref. 12) 

p =­
&2 e..($) 

where 

and where 


X thickness of detector set 1, cm 


2 distance from detector 2 in plane containing detector 4 
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Pc velocity of particle 

P momentum of particle 

ES = 21 MeV 

XO radiation length, cm 

A Monte Carlo computer program was developed to  calculate the weighting factor 
W for the detector system shown in figure 1. For any given intensity distribution on 
the target, the program determines the number N of particles that intercept both 
detector sets 1 and 2 for no  multiple scattering from detector set 1, and also the number 
N’ of particles intercepting both detector sets with multiple scattering in detector set 1. 
For a given particle type, energy K, and angle Cp of emission, the weighting factor is 
given by 

Within statistical fluctuations the weighting factors are less than unity for proton energies 
used in the present experiment. Thus, the multiple scattering from the first detector set 
has the effect of reducing the solid angle of the detection system. 

With an intensity distribution on the target, a particle type, a secondary energy K, 
and an angle Cp given, a sufficient number of histories were run to reduce the statistical 
uncertainty in the weighting factor W to less than k3 percent. The weighting factors 
used in the data analysis are shown in figure 11 as a function of energy. The error bars 
indicate the statistical uncertainty at selected energies. 

Correction for the Energy Loss in Target and TOF System 

If a particle with rest mass energy M and kinetic energy K is produced in the 
target and detected by the TOF system, the kinetic energy K’ calculated from the 
measured time of flight tf over a distance d between detectors 2 and 4 is given by 
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K’ = mc 2 1 

where c is the speed of light in vacuo. The difference AK between K and K ’  
represents the sum of energy lost in the target AKt, in the air between the target and the 
first set of detectors AKA, in the aluminum foil used �or the enclosure windows and 
scintillator covers AKA~,in the plastic scintillators 1 and 2 AK,, and in the helium-filled 
gas bag between the two detector sets A K H ~ .  Thus, 

K - K’ = AK = AKt + + AKA~+ A K H ~+ AK, 

Since the rate of energy loss by a particle varies approximately as the inverse 
square of the particle’s energy, AM for a 600-MeV proton passing through the system 
is much less than AK for a 50-MeV proton. If the energy loss in the target is ignored, 
the lowest energy for protons that can be observed by time of flight in this system was 
calculated to be approximately 47 MeV; that is, a proton with energy of 47 MeV from 
the, target has just enough energy to pass through the system in the time interval set by 
the TPHC to  satisfy the (12345) coincidence requirement. For a 47-MeV proton the 
energy lost in the system was calculated to  be approximately 7 MeV, that is, 

AKA + AKAl ;t AK, + A K H ~x 7 MeV 

The time range on the TPHC sets a 40-MeV energy cutoff for protons and a 80-MeV 
cutoff for deuterons. Therefore, a 47-MeV proton from the target possesses the minimum 
energy detectable by the time-of-flight measurement. To correct the observed spectra for 
this energy loss in the detection system, a method must be found to shift the energy 
scale in the increasing direction in a way consistent with the energy width of each 
channel which varies as a function of energy. It is also desirable to correct the energy 
scale for the energy lost in the target. 

To calculate the energy loss in the target, a parallePbeam of incident protons with 
radius r and a uniform cross-sectional intensity is assumed. The target has thickness 
T and is normal to the incident particles. The axis of the TOF detection system inter­
sects the beam center line at the center of the target, and @ is the angle between the 
beam line and the TOF axis. It is assumed that production of secondary particles is 
uniform throughout the volume defined by the incident beam diameter and the target 
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thickness and that the secondary particles suffer no inelastic collisions in the target. The 
active volume of the target defined as that volume where interactions occur is a right 
circular cylinder of length T and radius r. The projected cross-sectional area A of 
this volume viewed along the TOF axis (fig. 12(a)) is given by 

A = m-2 cos 4 + 21-3- sin 4 

where the height is a constant, 2r, and the width of the area w varies with 4, that is, 

w = 7 sin q5 + 2r cos q5 

The energy lost in the target AKt by a particle of initial energy KO , is a function of 
target material, initial energy, and distance the particle travels through the target. In 
figure 12(b) the active volume is viewed perpendicular to the plane containing the beam 
center line and the TOF system center line. A set of rectangular coordinates with origin 
at the intersection of the beam center line and TOF center line at the center of the 
target is defined with the positive z-direction along the incident beam direction and the 
positive y-direction perpendicular to beam and TOF system center lines. The point Po 
is the origin of a secondary particle leaving the target, and Ps is the point at which 
the particle leaves the target. It is assumed that the particle travels parallel to the TOF 
axis so that 

yo = ys = Constant 

The distance St traveled through the target is given by 

and the energy lost in the target AKt is obtained by integrating the rate of energy loss 
(dK/dQt in the target over the distance St, 
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where dQ is an element of length along the path St. The energy of the particle 
leaving the target Kt is given by 

The energy lost in the TOF system is given by the following set of equations: 

AK, =lssdP(g)s 

where the subscripts A, Al, s, and He denote the absorbing material in the TOF 
system - air, aluminum, scintillator, and helium, respectively; and where KA, K A ~ ,  K,, 
and K H ~are the kinetic energies of the particle entering the respective absorbing material. 
The energy measured by the time-of-flight technique is given by 

Because of the random production of secondary particles in the active volume of the 
target, a Monte Carlo computer program was written to simulate the transport of 
secondary particles through the target and TOF system. For each computer event at a 
given angle Cp, a random point Po(xo,yo,zo) is chosen within the active target volume 
and an initial energy KO is chosen at random between 47 MeV and 600 MeV for 
protons. Equations (7) to  (1 1) are evaluated sequentially and K is obtained from 
equation (12). A TOF channel number is then computed for K and KO. This pro­
cess is repeated for a large number of events, and then for each TOF channel, the ratio 
of the number of events corresponding to  energy KO is divided by the number of 
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events of energy K that fall in that channel. This ratio is then used as a multi­
plicative factor to correct the observed spectra for energy loss in the target and TOF 
system. 

-


In the data analysis this energy loss factor was combined with the multiple scat­
tering weighting factor W to provide a single multiplicative factor as a function of 
particle type, particle energy, and angle of deflection. In figure 13 the energy distribu­
tion of the combined multiplicative factor for protons and deuterons is shown for a 
2.35 g/cm2 thick beryllium target for an angle of scatter of 20". These curves are 
typical of the raw data correction factors used for other target materials. The width of 
each curve represents the statistical uncertainty in the calculations. 

Error Assignment to  Cross-Section Values 

A sumniary of the systematic and statistical errors associated with the cross-section 
values obtained by the TOF system is presented in this section. Three sources of error 
which have not been discussed in this report are uncertainty in the total number of in­
cident protons, variations in target thickness, and target purity. In reference 13 the 
details of calibrating ion chambers with the SREL Faraday cup are given. The estimated 
error associated with the cup is shown to be less than 1 percent and the uncertainty in 
the accuracy of the current integration and current source calibration is taken as k2 per­
cent. The uncertainty in the mean energy to produce an ion pair in helium is taken 
as +3 percent. Thus, the error in measuring the incident number of protons is 

(0.Ol2 + 0.022 + 0.032 = 0.04 

The thickness of all targets was measured to kO.01 mm and in no case did the 
variations in thickness exceed +1 percent. All targets used in this report were commer­
cially available and were at least 98 percent pure. No corrections were made to the data 
for trace contaminants. 

The uncertainty in the time measurements is taken as 0.39 nsec. Since the energy 
is a nonlinear function of time, the error in the energy calculation must be obtained 
from equation (3). The error varies from k1.6 percent at 50 MeV to k7.75 percent 
at 558 MeV for protons. The energy resolution for deuterons and tritons is also calcu­
lated from equation (3). 

The uncertainty in the energy-scale correction due to energy loss in the target and 
TOF system is a function of absorber mass and thickness. For a 1.27-cm-thick beryllium 
target and a scattering angle of 20°, the uncertainty varies from k3.75 to 55.5 percent 
for protons. The accuracy of the energy loss rates used in the computer experiment was 
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given as +1 percent (ref. 14), and the accuracy of the energy loss calculation is taken as 
22 percent. The statistical error of the experiment varied with energy and particle type 
from +3 to +5 percent. No correction was made to the energy scale above 300 MeV for 
either protons or deuterons, since the energy resolution of the system is then larger than 
any shift due to energy loss in the target and detection system. 

The uncertainty in the solid-angle calculation for the detection system is assigned a 
value of F 5  percent, assuming that the Gaussian distribution approximation to multiple 
scattering of charged particles is good to  +4 percent and that the statistical errors in the 
computations are less than +3 percent. 

The detection efficiency of the TOF detectors is assumed to be greater than 98 per­
cent, and the dead-time loss in the (12345) coincidence count is less than 1 percent 
at the counting rates used in this experiment. 

If the statistical error of the raw data is ignored, the error of the double differ­
ential cross sections for protons varies from k9.3 percent at  50 MeV to k11.4 percent 
at 558 MeV. For deuterons the errors are approximately +8 percent at  90 MeV and 
approximately k8.3 percent at 350 MeV. The statistical error assigned to the raw data 
is the square root of the number of counts in a given channel. The uncertaiwty in the 
cross sections given in this report does include the statistical variations of the raw data. 

RESULTS 

As stated previously the two-parameter analyzer system converts the analog signals 
from detector 5 and the TPHC to a channel number from 1 to  128. At the end of 
each test the analyzer rilemory content was transferred to  magnetic tape for off-line 
computer analysis. The raw data obtained from a 2.35 g/cm2 thick beryllium target 
under 558-MeV irradiation at an angle of 20" are shown in figure 14 as a computer-
drawn contour plot. 

The upper, thinly populated line of symbols denotes the secondary deuteron 
spectrum. The break or foldover of this curve occurs when the deuterons penetrate 
large detector 5 and begin losing less than their total kinetic energy. Note that the 
deuteron spectrum crosses the proton spectrum and appears to terminate around TOF 
channel number 96 and energy channel number 62. The heavy band of symbols indi­
cates the proton spectrum. The foldover is again due to the particles penetrating 
detector 5, and the distribution of symbols around TOF channel 113 represents the 
quasi-elastic scatter peak. The grouping of symbols from TOF channels 120 to 128 
indicates pi-meson production through proton-proton interactions in the target. 
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The two dashed lines in figure 14 represent the calculated shapes of the proton and 
deuteron distributions, and the solid lines connect the peak values of the energy channel 
pulse-height distributions for each TOF channel number. The agreement between the ex­
perimental and calculated shapes is quite good except for high-energy protons for which 
the calculated curve begins to diverge from the experimental data. 

In figure 15 the raw data from a 2.35 g/cm2 thick beryllium target at angles of 20" 
and 50" are shown as computer-drawn isometric projections t o  indicate the quality of the 
raw data and to show the change in the spectra from an angle of scatter of 20" to  50". 
In these two plots all channels with one or more events per channel are used for the 
display. 

In figure 16 the analyzed data are plotted as differential cross sections .(mb/sr-MeV) 
as a function of secondary particle energy in MeV. (Tabulated cross sections are found 
in table 11.) The quasi-elastic proton peak attains its maximum value at 476 f 26 MeV 
which agrees closely with 474 MeV computed for proton-proton elastic scattering at  558 MeV 
at 20". The deuteron spectra were terminated at TOF channel 88 which corresponds to 
a deuteron energy of 368 MeV. As can be seen in figure 14 the deuteron spectrum 
does continue up to TOF channel 96 which means that deuterons are produced with 
energies of 468 f 15 MeV. The energy of a recoil deuteron in an elastic collision with 
a 558-MeV proton is 444 MeV at an angle of 20". It therefore appears that deuterons 
exist as a bound system in the beryllium nucleus and that they' do elastically scatter 
when bombarded by 558-MeV protons. 

No attempt has been made to analyze the pi-mesons that appear in the secondary 
particle spectra other than to  note what appears to be a peak at  TOF channel 126 
(fig. 14) which would represent a pi-meson energy of approximately 340 MeV. From the 
relativistic kinematics of proton-proton interactions at  558 MeV, the energy of a pi-meson 
emitted at 20" in the laboratory system is approximately 348 MeV. Another general 
feature of the proton and deuteron spectra is that the number of deuterons is approxi­
mately 10 percent of the number of protons at the same energy below the quasi-elastic 
peak. 

An effort was made to compare the cross sections obtained by the TOF spectrome­
ter system with values obtained by a momentum analyzing system. The only available 
data found on proton-beryllium interactions near the SREL cyclotron energy were those 
of L. S. Azhgirey et. al. (ref. 15) who give the cross sections for the production of 
secondary protons at  18' from beryllium under 660-MeV-proton bombardment. They 
found a maximum value of 0.75 mb/sr-MeV for the quasi-elastic peak which agrees well 
with the 0.75 k 0.07 mb/sr-MeV obtained using the TOF system with incident 558-MeV 
protons. 
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SUMMARY OF RESULTS 

A time-of-flight and energy spectrometer system has been constructed and used to 
obtain the double differential scattering cross sections for protons, deuterons, and tritons 
from materials under 558-MeV-proton irradiation. The 0.39-nsec time resolution of the 
system gave an energy resolution for the 488-cm flight path of k1.6 percent at 50 MeV 
and k7.75 percent at 558 MeV for protons. The 12.7-cm-diameter by 30.48-cm-long 
energy detector had a resolution of 4.5 MeV at full width at half maximum for approxi­
mately 56-MeV protons and 19 MeV full width at  half maximum for 200-MeV protons. 
This two-parameter system was able to clearly separate deuterons from protons up to 
approximately 368 MeV for deuterons. 

Corrections to the raw data were required to account for the effective decrease in 
detection solid angle caused by the outscattering of particles from the first set of de­
tectors in the system. A second correction was required to  adjust the raw data energy 
scale for energy lost by the secondary particles in the target and in the detection system. 

The systematic error assignment varied from 9.3 percent at 50 MeV to 11.4 percent 
at 558 MeV for protons. This error assignment includes uncertainties in the solid- angle, 
in the energy-scale corrections, and in the incident proton beam calculations. It also 
includes uncertainties in target thickness, detection efficiency, and dead-time estimates. 

The double differential cross sections (mb/sr-MeV) for protons produced at an 
angle of 20" from a 2.35 g/cm2 thick beryllium target under 558-MeV-proton irradiation 
were compared with similar data obtained with a momentum analyzing system using 
660-MeV incident protons. The maximum value of 0.75 -I 0.07 mb/sr-MeV, obtained for 
the quasi-elastic peak using the scintillation spectrometer system, agrees well with the 
reported value of 0.75 mb/sr-MeV, obtained with the momentum analyzing system. 

Langley Research Center 

National Aeronautics and Space Administration 

Hampton, Va. 23665 
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TABLE I.- DIMENSIONS OF SCINTILLATORS AND THICKNESS 


OF ABSORBERS ALONG FLIGHT PATH 


Component 
Dimensions, 

cm 
Thickness, 

g/cm2 

Scintillator 1a 4.55 by 4.30 by 0.158 0.162 
Scintillator 2a 2.54 (diam) by 0.476 .486 
Scintillator 3a 4.55 by 4.30 by 0.158 .162 
Scintillator 4a 4.30 by 4.30 by 0.635 .648 
Scintillator 5a 12.7 (diam) by 30.48 31.090 
Heliumb 487.68 (length of volume) .089 
Enclosure windows (4)' 0.00128 (thickness) .007 
Reflective covers on 

scintillators (9)' 0.00254 (thickness) .062 

aDensity of scintillator, 1.02 g/cm3. 
bDensity of helium, 0.1785 mg/cm3. 
CDensity of polyethylene terephthalate, 1.380 to 1.395 g/cm3. 
dDensity of aluminum, 2.702 g/cm3. 
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TABLE 11.- DOUBLE DIFFERENTIAL CROSS SECTIONS FOR PRODUCTION 

OF PROTONS AND DEUTERONS AT 20" FROM A 2.35 g/cm2 THICK 

BERYLLIUM TARGET UNDER 558-MeV-PROTON IRRADIATION 

(a) Secondary protons 

Energy 7 

MeV 
__. _. ­

60.7 f .8 
61 .6 f .9 
62.5 f .9 
63.5 f .9 
6Y .5 f -3  
65.11 f 1 S O 

66.5 f 1 .O 
67.5 f 1.0 
68.6 f 1 .O 
69.7 f 1 .1 
70.8 +. 1 e 1 
7 1 . 3 f  1.1 
73.1 -c f . i  
7L1.3 k 1.2 
75.5 f 1.2 
76.8 f 1 .2 
78.1 f 1 .3 
73.4 f 1.3 
00.8 f 1 .3 
82.2 f 1 .L1 

6.7 f 1.5 
88.3 f 1.5 
83.3 f 1 .6 
31 a6 t- 1.6 
93.3 f 1.7 
95.0 f 1.7 
36.9- t  1.8 
38.7 f 1 .3 

100.7 +. 1.3 
102.7 f 2.0 
10q..7 f 2.0 
106.8 -t 2.1 
103.0 f 2.2 
111 .3 k 2.3 
113.6 f 2.3 
116.1 f 2.Y 
118.65 2.5 
121.1 f 2.6 
123-8 f 2.7 
126.6 f 2.8 
129.5 -C 2.3 

~ 

Cross section, 
mb/sr-MeV 

. .  . .  _ _  
.2Y1 f -021 
.2YO -c .021 
.232 -C ,020
.13'1 f -017 
.183 f -016 
.213 f ,018
.181 f '0016 
.2OY f ,018
.223 f .020 
.229 f .020 
.187 f .016 
.265 f ,023
-250 f .022 
.2Y6 f .022 
.233 f .021 
.2111 f -021 
.205 f -018 
,222 f .020 
-202 f SO18 
.235 f -021 
-2Li2 f ,021
,226 f .020 
-226 f .020 
.229 -+ .020 
.222 f -019 
.225 f .020 
.22Y f .013 
.206 f *018 
-195 f SO17 
.215 f -019 
.226 f .020 
-202 f .018 
-205 k -018 
-210 f -018 
.209 f -017 
-206 k .017 
-225 f -018 
-20s f -013 
-204 2 no17 
.206 f .017 
.138 f .017 
-203 f -017 
,195 f -016 

-

. 

Energy, 
MeV 

132.Y f 3.0 
135.5 f 3.1 
138.7 f 3.2 
1'12.1 f 3.3 
1115.5 f 3.5 
1113.1 f 3.6 
152.9 f 3.8 
156.8 f 3.3 
160.8 f 11.1 
165.1 f Y.3 
169.5 f Li.5 
17q.1 f 4.7 
178.3 -c r.3 
1 8 Y . O  f 5.1 
189.2 f 5.Y 
19Li.O f 5 . 6  
200.6 f 5.3 
206.7 f 6.2 
213.1 f 6.5 
213.8 f 6.3 
226.3 f 7.2 
2311.Y f 7.6 
2q2.3 f 8.1 
250.6 f 8.6 
253.Sf  3.1 
266.3 f 3.6 
278.9 f 10 -3  
283 .S f 10.3 
300.9 f 11.7 
313 .O f 12.5 
326 .O f 13 .11 
333.3 f 14 .y
35Y ..3 f 15 .5 
371.1 f 16.8 
388.6 f 18.2 
L107.7 f 13.8 
L128 .L1 f 2 1  .6 
L15l -1 k23.7 
L176.1 226.2 
503 -6 f 23 .O 
53q .2 f 32 - 3  
568 .Y k36.2 
606.9 f 40.9 
650 -5  f L16.6 
700 .L1 + 53.6 

Cross section, 
mblsr-MeV 

.. 

.19Y -c -016 
-188 * -015 
.196 f -016 
.2oL1 f -017 
,136 f -016
.13Y -c -016
.137 -c -016 
.196 f -016 
.185 f -015 
. l a1  f a015 
-173 f -015 
-183 f .015 
.1'75 2 .015 
. lo2  f .015 
.182 f ,016
-1711 -015 
.178 * -016 
. lo3 f ,016
,176 f -015 
-178 -c -016 
.174 f .015 
.161 -+ .01Y 
-153 -014 
-152 * -013 
-1118 +. -013 
.13q -+ ,012
-135 -+ ,012
.123 k - 0 11 
0123 k .011 
-118 f .010 
-113 .011 
.131 * .012 
.155 -0111 
.173 * 5016 
,226 * ,021
.311 4 - 023 
.Y56 - 043 
.656 * - 062 
.760 f - 073 
.538 - OS8 
-302 * -030 
.081 f -000 
-018 f 5001 
-011 f -001 
-006 f .ooo 
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TABLE 11.- Concluded 

(b) Secondary deuterons 

108.9 f 1 .9 

103.9 f 1.5 

1 1 1 4  k 1.5 

113.0-C 1 .5  

119.6 f 1.6  

116.3+ 1.6 

118-0 f 1.7 

119.7 f 1.7 

121.5 f 1.7 

123.3 f 1.8 

125.1 f 1.8 

127.0 f 1.9 

128.9 f 1 *3 

130.9 2.0 

132.9 f 2.0 

135.0 f 2.1 


218.1 k q . q  


.. __ -. -.--I 


Cross section, 
pb/sr-MeV

.._-I_ - . 

31.8 -t 5.2 

38.9 -C 5.8 

31 -8 5.1 

36.3 k 5 .Li 

36.1 5 .9 

38.9 * 5 .5 

33.0 -t 9 .3 

39.3 f 5 .0 

30.7 -t 9 .6 

35.9 -c 5 .O 

29.0 -C 9 .3 

43.0 -t 5.6 

33.0 -t 9 .6 

29.9 k q.2 

35.1 k 9 .7 

90.6 k 5.2  

390.0 f q.5

28.7 -t 3.9  

33.2 f Lt .3 

35.8 f Lf .5 

29.2 k 3.9 

31.7 k 9 . I  

29.8 k 3.8 

28.9 k 3.7 

29.1 -C 3.7 

30.7 k 3 -8 

29.6 k 3.7 

37.2 k 4 .9 

32.5 k 3.9 

30.5 -t 3.7 

30.0 -C 3.6 

39 .2  k 3.9 

25.0 -c 3.1 

25.9 f 3.1 

27.7 k 3.2 

27.9 -C 3 *2  

27.8 f 3.2 

26.1 f 3 -0  

23.7 k 2.7 

29.0 f 2.7 

23.6 -C 2.7 

29.3 -C 2.7 

22.9 2 .5 


Cross section, 
pb/sr-MeV 
. 


792.1 

222.6 f 9 - 6  
227.3 f 9.7 
232.1 k 9.3 

24.0 f 
22.0 f 
22.3 k 

2.6 

2 .9 

2 .4 


237.1 f 5.0 
242.3 f 5.2  
247.6 k 5.4 

21 .o f 
21 .0 f 
17.G f 

2.3 

2 .3  

2 .o 


253.2 f 5.6 
258.9 k 5.8 
269.9 k 6.0 

20.3 f 
10.5 k 
10.0 

2 .2  

2 .0 

1.3 


271.1 f 6.2 
277.5 f 6.5  
28'4.1 -C 6 .7  

17.9 -c 
19.9 
16.3 * 

1.9 

1.6 

1.7 


291 - 0  f 7.0
290.2 f 7.3  

16.2 k 
12.6 k 

1.7 

1 .9 


9.8  k 1 . 1  

10.0 f 
9 . 6  t 

1.1 

1 . I  


348-2f 9 . 9  
357.Q k 9.8 
367.9 f 10.3 
378 -'4 -e 10 *0 
383.5 k11.3 
901.1 k l l  -8 
913 -3 k 12 . q
Y26.1 k i3 .1  

10.2 f 
9.1 -+ 
6.5 f 
5.3 f 
6.2 k

.0 f 

.0 + 

.0 k 

.0 f 
.0 f 

1 . 1  

1.0 
.e 


.6 

-7 

-0 

.0 

- 0  

.0 

-0  


439.5 f 13.8 
453.7 f 19.5 
'168 -7 k 1 5 . 3  
4GY .5 f 16.2 
501.2 k 17.2 
518.3 f 18.2 
537.7 f 1 9 . 3  
557.7 520.5 
579 .0 +21 .El 
601 -6  f 2 3  .9 
625.3 k25-0 
651 -0  k26.8  
679.7 k28.9 
709.7 k31.1 

.o k 

.0 f 

.0 -e 

.0 -+ 

.Q f 

.0 k 

.0 f 
-0  f 
.0 f 
-0  f.o f .o f 
.0 f 
.o f 

.0 

- 0  

.0 

- 0  

-0 

- 0  

-0  

- 0  

-0  

-0 

.0 

- 0  

.0 

-0 


k33.6 .o f - 0 

777.1 + 36.5 .o f - 0  
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pivot (detectors 1 and 2) (detectors 3 and 4) 
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by 30.48 cm) 

Proton 
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beam Not to scale 

Figure 1.- Diagram of time-of-flight and energy spectrometer system. 
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(a) Detectors 1 and 3. 

Figure 2.- Mounting configurations for detectors 1 to 4. 
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(b) Detector 2. 

Figure 2.- Continued. 
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Full scale 

(c) Detector 4. 

Figure 2.- Concluded. 
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Figure 4.- Distribution of intensity of proton beam macroburst. 
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Figure 5.' Schematic of signal proclssing system. 
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Figure 6.- Time resolution of detection system with 558-MeV incident protons. 
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Figure 7.- Time-of-flight energy resolution for protons, deuterons, and tritons calculated 
for a time resolution of 0.39 nsec. 
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(a) 56 k 0.8 MeV protons, 112 k 1.6 MeV deuterons, and 168 k 2.4 MeV tritons. 

Figure 8.- Raw response of detector 5 to  protons, deuterons, and tritons of 
varying energies. 
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MeV protons and 200 k 3.9 MeV deuterons. 

Figure 8.- Continued. 
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(c) 200 * 5.9 MeV protons. 

Figure 8.- Continued. 
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(d) 558-MeV protons. 

Figure 8.- Concluded. 
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(a) Angle of scatter, 10" ; integration time, 72 sec; target, 0.635-cm-thick aluminum. 

Figure 9.- Ratio of coincidence count to integrated beam current. 
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(b) Angle of scatter, 20"; integration time, 60 sec; target, 1.2-cm-thick lead. 

P Figure 9.- Concluded. 
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(a) Angle of scatter, 10"; iron target, 3.768 g/cm2 thick. 

Figure 10.- Comparison of integrated raw data spectra from targets 
with background spectra. 
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(b) Angle of scatter, 20°; lead target, 3.912 g/cm2 thick. 

Figure 10.- Continued. 
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(c) Angle of scatter, 40"; germanium target, 5.263 g/cm2 thick. 

Figure 10.- Continued. 
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(d) Angle of scatter, 60"; copper target, 2.786 g/cm2 thick. 

Figure 10.- Concluded. 
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Figure 11.- Variation of the solid-angle weighting factor with energy 
for protons and deuterons. 
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(a) Projected cross-sectional view along detection system center line. 
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(b) View perpendicular to plane containing beam and detection system center lines. 

Figure 12.- Target active volume. 
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(a) Deuterons. 

Figure 13.- Combined raw data multiplication factor at angle of 
scatter of 20" from 2.35 g/cm2 thick beryllium target under 
5 58-MeV-proton irradiation. 
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Figure 14.- Raw data contour plot from two-parameter pulse-height analyzer system 
showing detection system’s response to protons, deuterons, and pi-mesons. Solid 
lines connect maximum values along proton and deuteron distributions. Dashed 
lines represent calculated response of system. 
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(a) Angle of scatter of 20". 

Figure 15.- Computer-drawn isometric display of raw data from a 2.35 g/cm2 
thick beryllium target. 
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(b) Angle of scatter of 50". 

Figure 15.- Concluded. 
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(a) Secondary protons. 

Figure 16.- Cross-section spectra at angle of scatter of 20" from 2.35 g/cm2 

thick beryllium target uridei 558-MeV-proton irradiation. 
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(b) Secondary deuterons. 

Figure 16.- Concluded. 
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